A 26 ps RMS time-to-digital converter core for Spartan-6 

FPGAs 



Sebastien Bourdeauducq 
Independent researcher 
sebastien.bourdeauducq@lekernel.net 



ABSTRACT 

We have designed, implemented and tested a time-to-digital 
converter core in a low-cost Spartan-6 FPGA. Our design ex- 
ploits the finite propagation speed in carry chains to realize a 
delay line in which the propagation distance of the incoming 
signal's edges is measured using hundreds of taps. This tech- 
nique enables the core to reach a precision far better than the 
minimum switching period of the FPGA flip-flops. To com- 
pensate for process, voltage and temperature (PVT) effects, 
our design uses a combination of two techniques: startup 
calibration and online calibration. The startup calibration 
uses a statistical method to estimate the delay between the 
taps of the delay line and helps eliminate the effect of pro- 
cess variations. The online calibration, which takes place 
without disruption of the core's operation, uses a ring os- 
cillator whose frequency instability is measured and used to 
compensate for subsequent voltage and temperature effects 
on the delay line. Our tests show that our design reaches a 
precision of 26 ps RMS over a temperature range of 37° C to 
48°C. 
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1. INTRODUCTION 

Several FPGA-based time-to-digital converter (TDC) de- 
signs have already been proposed [T] [2]. However, there were 
many incentives for us to design a new core. 

The PVT compensation mechanism of VU introduces dead 
times during which the core is insensitive to incoming sig- 
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nal transitions, which we found undesirable. The continuous 
calibration process of [2] requires that the statistical distri- 
bution of transitions within the reference TDC clock periods 
is uniform. This may not be the case in systems meant to be 
part of a particle accelerator, where many events are syn- 
chronous to a single clock. Therefore, we devised another 
technique (online calibration) that does not introduce dead 
times and is independent of the statistics of the incoming 
signal. 

We also wanted the design to function on Spartan-6 FPGAs 
so that it can be used on the SPEC [3] boards. Previous 
works are based on Virtex-5 or Cyclone-II FPGAs. 

Finally, no source code is published for any of these de- 
signs, which renders it necessary to develop a new core for 
all practical purposes (and incidentally makes it more diffi- 
cult to reproduce and verify the results). Our core is avail- 
able under the LGPL free software license and its full VHDL 
code can be freely downloaded from http : / /www . ohwr . org/ 
pro j ect s/t dc- core| 

2. DESIGN 
2.1 Overview 

The block diagram of the core is given in Figure [I] 

The generated timestamp is based on a cycle count and the 
arrival time within a clock cycle. The former needs only a 
simple counter whereas the latter is measured with a tapped 
delay line. The fine time measurement is obtained by in- 
jecting the signal into the tapped delay line which gives a 
measurement analogous to a thermometer after the taps are 
sampled by D flip-flops. The total delay of the delay line 
must be greater than the clock period. At each clock tick, 
an encoder counts the taps the signal has reached and gives a 
raw measurement of the timestamp of the signal within the 
current clock cycle. This raw value is fed into a look-up table 
(LUT) which converts it into a calibrated value expressed in 
subdivisions of the clock cycle, called the fractional value. 
Finally, in the deskew stage, the fractional value is combined 
with the index of the current clock cycle given by the coarse 
counter, and the resulting fixed-point value is added a user- 
defined constant to enable the TDC core to directly generate 
timestamps relative to the source of the system clock. 

The main difficulty with this system is that the delay line is 
subject to process, temperature and voltage (PVT) induced 
variations, and it needs to be calibrated against them. 



To generate the LUT contents, the controller switches to the 
calibration signal. The key property of the calibration signal 
is that the probability density of its transition timestamps 
within a system clock cycle must be constant. The con- 
troller measures the raw timestamps and books a histogram. 
Because of the constant probability density, the heights of 
the histogram bars are approximately proportional to the 
delays between the taps of the delay line after enough mea- 
surements have been taken. Further, the last tap to have 
recorded a signal transition corresponds to a delay equal to 
the system clock period. This enables the controller to build 
the initial contents of the LUT. This process is called startup 
calibration. 

The drawback of the startup calibration is that the sys- 
tem cannot operate while the calibration is taking place. 
Therefore, a process of online calibration has been devised. 
Each channel contains a ring oscillator that is placed close to 
the delay line. The controller periodically measures the fre- 
quency of this ring oscillator, compares it to the frequency 
that was measured at the time of startup calibration, lin- 
early interpolates the fractional timestamps, and updates 
the LUT. This allows compensation of temperature and volt- 
age effects while the system keeps running. 

The system gives timestamps of both rising and falling edges 
of the incoming signal. The rising edges are discerned from 
the falling edges using the "polarity" output. 
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Figure 2: Representation of the delay line. 

• T sys is the system clock period. 

• H(n) is the number of hits in the histogram at output 
n. A hit at output n means that the signal propagated 
down to output n, without reaching output n — 1. 

• W(n) is the width of bin n. 

N-l 

• C = H{n) is the total number of hits in the his- 

71 = 

togram. 

• R(n) is the timestamp of an event whose signal prop- 
agated down to output n (without reaching output 

— measured backwards from the clock tick. 

• / (respectively /q) is the current (respectively refer- 
ence) frequency of the online calibration ring oscilla- 
tor. 



2.2 Delay line structure 

The delay line uses a carry chain. It is made up of CARRY4 
primitives whose CO outputs are registered by the dedicated 
D flip flops of the same slices. The signal is injected at the 
CYINIT pin at the bottom of the carry chain. The CARRY4 
primitives have their S inputs hardwired to 1, which means 
the carry chain becomes a delay line with the signal going 
unchanged through the MUXCY elements (see [2] for refer- 
ence). Since each CARRY4 contains four MUXCY elements, the 
delay line has four times as many taps as there are CARRY4 
primitives. 

Using the Xilinx timing model, a surprising observation is 
that some delay differences between consecutive taps are 
negative. This probably is at the origin of the "bubbles" 
mentioned in the EPFL paper [I]. The schematics given 
by Xilinx of the CARRY4 primitive is misleading there, and 
has probably little to do with the actual transistor-level im- 
plementation. The Xilinx documentation |3j gives a hint 
by describing the primitive as "Fast Carry Logic with Look 
Ahead". 

To avoid negative differences, we simply reorder the bits at 
the output of the delay line to sort the taps by increasing 
actual delays. We can then think of the delay line according 
to Figure [2] The bin widths are uneven, but the incoming 
signal reaches the taps in order. This last property simplifies 
the encoder design, since it only has to count the number of 
identical bits at the beginning of the delay line. 

2.3 Calibration details 

In the formulas below: 



2.3.1 Offline calibration 

At startup, the core sends random pulses into the delay 
line (coming from a on-chip ring oscillator), builds the his- 
togram, computes the delays (as explained in [2]), and ini- 
tializes the LUT. 

We take the first output of the delay line to be the origin of 
the time measurements, and we define: 

W (N -1) = (1) 

The width of other bins is proportional to their respective 
number of counts in the histogram. The widths sum up to 
a clock period. This leads to the following equation: 

W (n)= H{n + 1) -T sys (2) 

The timestamp is the sum of the widths of the traversed 
bins: 

N-l rp N-i 

Ro(n) = £ Wb(i) = ^ ■ £ Hit) (3) 



In the TDC core, the unit is the clock period, and the output 
has F base 2 digits after the radix points. The controller also 
chooses C — 2 F+P , where P is the number of extra histogram 
bits. Expressed in units of 2~ F clock periods (which is the 
weight of the least significant bit of the fixed-point output), 
we have: 

Ts^, = 2 - P (4) 



2.3.2 Online calibration 

Online calibration is performed with a simple linear interpo- 
lation of the delays relative to the ring oscillator frequencies: 

R(n) = f -j ■ Ro(n) (5) 



Note that when f < fo, some values can go above the max- 
imum fractional part value of 1 — 2 _F and might not fit 
in the LUT anymore. However, those correspond to delays 
that now exceed one clock period, and therefore they should 
almost never get used. In case of overflow, the controller 
saturates the result by using the maximum value 1 — 2~ F 
in order to give the best approximation in case those LUT 
entries still get used. 



3. TESTS AND RESULTS 
3.1 General setup 

The demonstration design runs on a SPEC board equipped 
with a FMC DIO 5-channel daughterboard. 

Test signals go through the FMC daughterboard. The first 
LEMO connector on the daughterboard is configured as out- 
put and transmits an oscillating pattern. The next two 
LEMO connectors are inputs connected to TDC channels. 

For measuring the FPGA temperature, a 1-wire digital ther- 
mometer is attached on top of the FPGA using kapton tape. 
Thermal paste improves conduction between the FPGA and 
the sensor. 



Figure 3: Floor-plan of the delay lines and ring os- 
cillators in FPGA Editor. 



The TDC core is configured with 2 channels (to enable dif- 
ferential measurements, see j |4.3[ ) and each delay line has 124 
CARRY4 elements (496 taps). 

To minimize variations of the timing properties between runs 
of the automated place and route tool and to maximize ther- 
mal coupling between each delay line and its online calibra- 
tion oscillator, the design is floorplanned. 

The two delay lines from each channel are placed close to 
their respective IOBs. The ring oscillator components are 
placed in the SLICEX columns just at the right of the delay 
lines, and spread evenly along the height of the delay lines. 
There is one ring oscillator per channel, which is made of 
many LUTs in series. This is illustrated by Figure |3j where 
the delay lines are colored green and the ring oscillators are 
blue (each blue block is a SLICEX component containing a 
LUT belonging to one of the two ring oscillators). 

In the input signal path, there are one multiplexer and one 
inverter per channel. Everything is packed into one FPGA 
slice, which is also manually placed to minimize timing vari- 
ations. The physical input signal path can be seen in Figure 
[4] The LVDS IOBs are represented in black, and the routing 
and the slice in pink. 



Hi" y^M 



Figure 4: Input signal path in FPGA Editor. 

4. METHODS AND RESULTS 

4.1 Effect of temperature on ring oscillators 

The purpose of this experiment is to examine how tempera- 
ture affects propagation delays. We slowly heated the FPGA 
(so it remains in thermal equilibrium with the sensor) to ob- 
tain the plot of Figure [5] 

The frequency values are directly reported from the TDC 
core, and are measured in cycles per frequency counter pe- 
riod. 



A limitation of this TDC design is that it does not compen- 
sate for PVT variations in the input signal path elements. 



As expected, the frequencies decrease linearly with the tem- 
perature, and the two channels follow a near-identical pat- 



tern. The variation is small: about 1.3% for the 15°C dif- 
ference. However, near the end of the delay line, a 1.3% 
variation represents about lOOps, so it is important to com- 
pensate for the effects of temperature. 

We suspect that the constant difference between the two 
channels is due to process variations across the different lo- 
cations of the FPGA chip where the two ring oscillators are 
placed, and/or differences in routes chosen by the par tool 
to implement the two oscillators. 
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Figure 5: Dependence of ring oscillator frequencies 
on temperature. 



4.2 Startup calibration stability 

The startup calibration process relies on an asynchronous 
clock source which generates TDC events with a uniform 
random distribution within the system clock cycles. We 
wanted to verify that the process is deterministic enough. 

With the FPGA in thermal equilibrium, we ran the startup 
calibration twice and compared the resulting LUT contents. 
The difference is plotted in Figure [6| and is small enough. 



It_call.csv - It_cal2.csv 
Sum of squares: 31040.191650 Peak absolute: 16.601562 
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Figure 6: Difference between the LUT contents from 
two startup calibrations at the same temperature. 



4.3 Differential measurements 

The purpose of this test is to determine the precision of the 
system. 

We connected the oscillator output of the FMC DIO card 
to a splitter feeding two cables of different lengths going 
to the two TDC channels. Those cables had propagation 
delays of approximately 2ns and 4ns. We then observed 
the difference between the two TDC timestamps, which is 
expected to remain constant (Figure [7f. Since the oscillator 
is asynchronous to the system clock, the complete delay line 
can be covered and tested. 
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Figure 7: Principle of differential measurements. 

The advantage of this technique is that it is easy to set up 
and does not require expensive equipment. A limitation is 
that the result is not affected by common-mode noise of the 
input path to the delay line (Figure B. 

We made the measurements at thermal equilibrium, with the 
sensor measuring 36.9375° C. The histogram of the results is 
shown in Figure [§] 
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Figure 8: Differential measurement results. 

The results can be modeled with a Gaussian distribution 
having a mean of 2221ps (which is close to the 4ns-2ns dif- 
ference in propagation times from the cables) and a standard 
deviation of 37ps. If we suppose that the jitter in each chan- 
nel is independent and also has a Gaussian distribution, we 
can estimate that its standard deviation is 26ps. This means 
that for one channel, 95% of the results are precise to ±52ps. 

4.4 Temperature compensation 



Even though the influence of temperature is small ([4.1 1, we 
can still see the positive action of the online calibration. 

After calibrating at 37° C, we brought the temperature to 



47.875°C, and ran startup calibration again. We observed a 
significant difference between the LUT contents (figure |9b. 

ht_call.csv - It_cal2.csv 
Sum of squares: 286032.676697 Peak absolute: 47.851562 

;J 




600 



LUT index 



Figure 9: Difference between the LUT contents from 
two startup calibrations at high and low tempera- 
tures. 

The new LUT data are very close to what had been extrap- 
olated from the 37° C data by the online calibration system 
(Figure [To| . In fact, in this sample the difference is slightly 
smaller than what we had observed between two startup cal- 
ibrations at the same temperature (Figure [6| . This shows 
the good working of the online calibration system. 



ht_call.csv - ht_nocal.csv 
Sum of squares: 8187.294006 Peak absolute: 10.742188 
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Figure 10: Difference between the LUT contents 
from startup calibration and the values computed 
by online calibration. 

5. CONCLUSIONS AND FUTURE WORKS 

The results of this experiment are very encouraging, as they 
show a precision better than that of many commercial TDC 
chips, but using a lower-cost FPGA. We can also poten- 
tially support dozens of channels in the XC6SLX45T of the 
SPEC board as the core uses little FPGA resources and also 
shares the calibration logic among all channels. Further, the 
latency of the core is low (6 cycles of the system clock) and 



the throughput high (for each channel, the dead time after 
an event is 3 cycles of the system clock, which can be brought 
down to 1 cycle without major architecture changes). This 
is also better than many commercial solutions. 

There are however several areas of improvement. 

First, more testing would be welcome, with many boards and 
FPGAs, with deliberate variations of the supply voltage, and 
within a wider temperature range. 

Examining the startup calibration histograms reveals that 
almost half of the bin widths are zero. This is due to the 
particular propagation characteristics of carry chains, which 
are not the best solution for a delay line (their advantage, 
however, is that it is relatively easy to keep the exact same 
delays between runs of the place-and-route tool). It can 
make sense to use regular LUTs and/or general routing to 
implement the delay line instead, at the cost of increased 
design difficulty and reduced portability. 

The startup calibration process could be improved (and made 
almost deterministic) by using as calibration signal a clock 
whose frequency is slightly different from the system clock. 
This way, the variations shown in Figure [f| (which peak at 
almost 17ps) can be reduced or eliminated. 

The carry chain is very long and this restricts its possible 
placements and compatibility with smaller FPGAs. Using 
LUTs and/or routing would also alleviate this problem. 

If better precision is needed, multiple delay lines can work 
in parallel and their outputs combined, in order to average 
errors out. 

Finally, the influence of the input path (Figure |4| was not 
thoroughly studied, even though we expect it to be minor. 
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Figure 1: Block diagram of the TDC core. 



